
1.	 One bag of PRIME-XV MSC XSFM Base  
(Catalog # 91237 - 5 L - 60494 or Catalog # 91235 - 5 L -60494)

2.	 Completely thawed PRIME-XV MSC XSFM Supplement  
(Catalog # 91236 - 10 mL - 60493)

3.	 Quantum bioreactor with rotating bag pole

4.	 TSCD-II Sterile Tubing Welder or TSCD-Q Sterile Tubing Welder

5.	 Aluminum foil to protect the medium from light

How to Mix and Prepare PRIME-XV MSC XSFM 
Dual Component Kit with or without Phenol Red

WHAT YOU NEED TO START CONNECT THE BAGS

Please refer to the Product Insert for detailed instructions and additional information.

1.	 Hang a bag of PRIME-XV MSC XSFM Base on the Quantum 
rotating bag pole.  
 
 
 
 
 
 
 
 
 
 
 
 

2.	 Aseptically connect the compatible tubes from each bag 
together using the corresponding Sterile Tubing Welder. 
Please follow the welder use instructions.

GREEN

Material: Pellathane

Welder: TSCD-Q Sterile 
Tubing Welder

Tubing of the same material should be welded together.  
Do not weld Pellathane to PVC.

	   BLUE

Material: PVC

Welder: TSCD-II Sterile 
Tubing Welder

TUBING DETAILS

Ensure that the tubing is oriented in a way that allows    
the contents of both bags to mix.

3.	 Remove the attached tubes from the welder and inspect  
the weld.

4.	 If the weld is correct, “pop” the seal by applying pressure and 
rolling it against a hard surface.

MIX THE CONTENTS OF THE BASAL  
AND SUPPLEMENT BAGS

5.	 Allow the contents of the supplement bag to flow into the 
basal medium bag by holding the supplement bag above the 
level of the basal medium bag.

Each bag comes with two types of tubing attached.  
The tubing is labeled with colored tape for convenience:



PRIME-XV MSC XSFM Dual Component Kit with or without Phenol Red

6.	 Alternate raising and lowering the supplement bag so  
that contents from one bag flow into the other, repeating  
five to seven times. 

DETACH THE SUPPLEMENT BAG

7.	 Completely transfer the contents of the supplement bag to 
the basal medium bag.

8.	 Detach the supplement bag from the basal medium bag 
using a sterile sealer to create a three-point seal in the 
middle of the connecting tube. 
 
 
 
 
 
 
 
 
 
 
 
 

9.	 Carefully cut through the middle seal with scissors.  
Discard the empty supplement bag. 
 
 
 
 
 
 
 
 
 
 
 
 

10.	 Properly mix the contents of the basal bag by tilting the bag 
left and right 10 times.

PREPARE FOR USE

11.	 Cover the complete medium bag with aluminum foil to protect 
the medium from light.  

12.	 Attach IC media bag to IC line and run IC/EC Washout.

 
Once combined with the supplement, PRIME-XV MSC XSFM 
Dual Component Kit without Phenol Red (Catalog # 91214DC) 
or PRIME-XV MSC XSFM Dual Component Kit with Phenol Red 
(Catalog # 91149DC), should be used within one week when 
stored at 2–8°C and protected from light. Not validated for use 
beyond the unopened expiry shelf life.  Please do not re-freeze 
the supplemented medium.

PRIME-XV and related products are for research use or further manufacturing use only.  

Not for injection or diagnostic procedures.
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Ensure the bag has reached room temperature prior to 
running the program to avoid bubble formation in the tubing.

For more information or assistance, contact Customer Service at 
fisitmrequest@fujifilm.com or via direct phone line at +1 (800) 577-6097.

STORAGE AND HANDLING
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